Renal extracorporeal shock wave lithotripsy performed in patient with implantable cardioverter defibrillator.
The effect of extracorporeal shock wave lithotripsy on the automatic implantable cardioverter defibrillator is unknown. To evaluate what effect might occur, a non-implanted automatic implantable cardioverter defibrillator was subjected to a full course of extracorporeal shock wave lithotripsy while inactive. Bench testing by the manufacturer after lithotripsy demonstrated normal function of the device. A patient with an automatic implanted cardioverter defibrillator who required contralateral extracorporeal shock wave lithotripsy then underwent this procedure. The right renal calculus was destroyed successfully with no apparent damage to the automatic implantable cardioverter defibrillator. A test of the automatic implantable cardioverter defibrillator after lithotripsy demonstrated normal sensing and conversion of induced ventricular tachycardia.